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Overview 


Ramsbottom carbon residue apparatus is a unit with solid metal bath 
for determination of carbon residue of an oil. Solid state relayprovides 

optimum voltage regulation without overshoot. Conforms to ASTM D524 
standard for the Ramsbottom carbon residue of petroleum products. 


Specifications : 


520 °C +5 °C 


PT100 (platinum resistor) 


10 °C ~ 40 °C 


Features : 


o Digital display temperature controller 


o Four test station improves workflow efficiency 


o Corrosion resistant metal bath 
o Noiseless solid state relay 


Applications : 


Used in petroleum, aviation and oil industries to determine the amount of 


carbon residue left after evaporation and pyrolysis of an oil, providing an 
indication of coke-forming propensities. 
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